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Introduction 

Quantitative electron microprobe analysis has 
been restricted traditionally to application at single 
points or along scan vectors generated by beam or 
stage scans, However, from the very beginning of 
this field, the direct visualization of elemental spa- 
tial distributions by means of x-ray area scans or 
"dot maps" has been a powerful adjimct to quanti- 
tative analysis [1]. A dot map is created by marking 
the beam positions at which characteristic x-rays 
are detected by writing a white dot on a cathode 
ray tube scanned in synchronism with the beam po- 
sition on the specimen. The spatial distribution of a 
selected elemental constituent can be depicted with 
a dot map at the micrometer level of resolution. 
Because of the great inherent value of information 
presented in a visual fashion, dot maps have be- 
come a major operating mode of the electron mi- 
croprobe. However, dot maps are qualitative in 
nature and suffer from several key deficiencies. 
Quantitative information is lost because count rates 
are not recorded; the image information is 
recorded on film and is inflexible for subsequent 
processing; the ability to detect mass concentra- 
tions below 10 weight percent is severely limited 
by time constraints; and the method suffers from 
poor sensitivity to small concentrations changes 



measured against a high average concentration 
level. 



Compositional Mapping 

The development of true compositional mapping 
with the electron microprobe has recently been 
achieved in the microprobe laboratories at the 
National Bureau of Standards working in conjunc- 
tion whh the National Institutes of Health [2]. The 
basic methodology consists of recording under 
computer control scan matrix arrays of actual x-ray 
count rates, derived from both wavelength-disper- 
sive and energy-dispersive x-ray spectrometers. 
These x-ray intensity matrices are then subjected, 
on a pixel-by-pixel basis, to complete conventional 
quantitative analysis procedures. These procedures 
include all of the usual steps, such as deadtime cor- 
rection, background correction, standardization 
against intensities measured on pure elements or 
simple compounds, and matrix factor correction to 
account for effects due to electron scattering, x-ray 
absorption, and secondary fluorescence [3]. In ad- 
dition to these conventional corrections, specific 
corrections must be applied to scanned images to 
compensate for the effect of defocussing of the 
wavelength-dispersive spectrometers which arises 
when the beam is scanned off the optic axis of the 
instrument. This defocus correction can be applied 
either mechanically by scanning the specimen stage 
or by rocking the diffraction crystal in synchro- 
nism with the scan. Alternatively, the correction 
can be generated mathematically by making use of 
the geometric equivalence between spatial scan- 
ning on the specimen with a fixed spectrometer dif- 
fraction condition and scanning the x-ray peak 
with the spectrometer while the beam is fixed on 
the specimen. This equivalence can be used to cal- 
culate the spatial dependence of the defocussing at 
any magnification from a spectrometer scan of the 
peak [4]. 

The resulting matrices of concentration values 
can be displayed as images in which the gray level 
or color encoding is based not merely upon the 
x-ray intensities but rather upon the actual concen- 
trations of the elemental constituents. An example 
of a quantitative compositional map of a zinc diffu- 
sion zone at the grain boundaries of a polycrys- 
talline copper sample is shown in figure 1 [5]. This 
image, which was collected in a matrix scan of 9 
hours duration, depicts concentrations as low as 0.2 
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weight percent. The digital compositional images 
can be subjected to a wide variety of image pro- 
cessing algorithms to enhance the visibility of weak 
contrast and to highlight specific composition 
ranges, substantially improving the flow of infor- 
mation and overcoming many of the limitations of 
the classical dot mapping method. For example, as 
shown in figure 2a, by making use of digital pro- 
cessing to achieve contrast expansion, it becomes 
possible to view small concentration changes 
against a high average background, e.g., a 5 weight 
percent change in the silver constituent can be seen 
against a general background of 65 weight percent 
silver for grain boundary diffusion zones in a poly- 
crystalline silver-gold alloy. The corresponding de- 
ficiency in the gold constituent in this specimen can 
also be visualized, as shown in figure 2b. In addi- 
tion to various gray scale image processing al- 
gorithms, color scales can also be employed with 
digital image processing to improve the visibility of 
desired information. Through the use of carefully 
constructed "logical" color scales, such as the ther- 
mal color sequence (which involves assigning a 
concentration scale to the color sequence: black, 
red, orange, yellow, white), compositional ranges 
covering two decades can be directly visualized. 
Most importantly, the compositional images are 
supported by the availability of the quantitative 
compositional information, including statistics, at 
every pixel. This information is available for inter- 
rogation at any time. Thus, when a structure of 
interest is recognized in the compositional image, 
the actual concentrations determined at individual 
pixels, vectors or areas can be immediately exam- 
ined. 

The extension of quantitative compositional 
mapping to reach "trace" levels of detection in im- 
ages depends on two requirements. First, the ana- 
lytical system must be capable of performing with 
instrumental stability in electron dose and x-ray de- 
tection efficiency to less than 0.1 percent devia- 
tions over the long time periods, of the order of 10 
hours, which are required to accumulate sufficient 
x-ray counts. Secondly, since the x-ray 
bremsstrahlung is strongly dependent upon atomic 
number, accurate modeling of the x-ray back- 
ground is needed in order to subtract this contribu- 
tion from the peak intensities [6]. With careful 
attention paid to the problem of background cor- 
rection, compositional mapping has been demon- 
strated to permit imaging of concentration levels as 
low as 1000 ppm in materials of intermediate and 
high atomic number, and levels of 100 ppm can be 



detected in low atomic number systems such as bi- 
ological specimens [7]. 

While this new methodology will not replace 
conventional single point analysis because of the 
time requirements of compositional imaging, the 
combination of compositional images and quantita- 
tive analysis is a powerful aid to the solution of 
many problems. The advent of increasingly power- 
ful laboratory computer systems will allow imple- 
mentation of imaging systems as a common feature 
in future analytical facilities. 




Figure 1. Quantitative compositional map of zinc at the grain 
boundaries of polycrystalline copper. Concentrations ranging 
from 0-10 weight precent are mapped. Image field width =100 
micrometers. 
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Transferring Accuracy to the Trace 
Level and Then to the Field 
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Figure 2. Quantitative compositional maps of grain boundary 
regions in polycrystalline silver-gold alloy: a) distribution of sil- 
ver, with contrast enhancement to show an enrichment of 5 
weight percent silver against a background of 65 weight percent 
silver; b) corresponding gold image, showing the deficiency of 
gold in the grain boundary region. Image field width = 50 
micrometers. 
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The problem of arriving at an "accurate" deter- 
mination in trace analysis — determining a "true" 
small amount in a large amount — requires the as- 
sessment of the performance of the measurement 
method used to an appropriate detail. 

In the case of "direct" measurement techniques 
of trace concentrations, i.e., assaying directly a 
small amount relative to the large matrix sample, 
the evaluation should include the assessment of the 
reproducibility of the linear, or non-linear response 
of the measurement chain and of the high sensitiv- 
ity detector over many orders of magnitude down 
to small concentrations. (See example in fig. 1.) To 
allow this assessment, a set of synthetic isotope 
mixtures can be prepared gravimetrically and used 
to examine the measurement chain and detector. 
An example of such a set is given in table 1. Its 
preparation is described elsewhere [1]. The built-in 
ratio "'U/"*U~ 1 (certified to 0.02%) can be used 
to determine any systematic errors in the "excita- 
tion" or "ion" source and correct the observed 
"'U/"'U or "^U/"*U ratios. Comparison of the lat- 
ter to the certified values (given to ±0.03%) then 
provides a means to determine systematic errors of 
the (sensitive) detectors used in the trace analysis 
(e.g., electron multipliers) and to determine possi- 
ble deviations from linearity of the (electronic) 
measurement equipment used. It is also possible to 
determine the reproducibility of these systematic 
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